[Dosimetric control of the dose fields in the irradiation of oral cavity tumors].
The authors have worked out a technique of control over depth dose fields of the maxillofacial area by placing detectors of a hermoluminescent dosimeter and an ionisation chamber on an individual protective cast in preset points. This simple device makes it possible to exercise an effective and multiple computerized control over the distribution of depth doses.